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TECHNICAL MEMORANDUM 


OPTICAL SYNTHESIZER FOR A LARGE 
QUADRANT- ARRAY CCD CAMERA - CENTER 

DIRECTOR’S DISCRETIONARY FUND 
FINAL REPORT 

(Project Number 90-11) 


1. INTRODUCTION 

The interaction of magnetic fields with the Sun’s plasma is the controlling force in the 
dynamic, high-energy phenomena observed in solar active regions. The origin, evolution, 
and development of the Sun’s magnetic field to produce these energetic processes are 
central themes in today’s sc’ar research, and extensive observational studies are carried 
out to develop an understanding of just how the solar magnetic field plays this pivotal role 
in solar activity. 

MSFC has a unique instrument for observing the Sim’s magnetic field, the MSFC 
Solar Vector Magnetograph [1-3]. Using this instrument, MSFC scientists have made 
many significant contributions over the past decade to an understanding of the magnetic 
Sun, with the result that MSFC is recognized worldwide as a leader in the study of solar 
magnetic fields. 

As a consequence of this acknowledged leadership, MSFC scientists were funded by 
the Air Force in 1986 for a 2-year study to develop a design concept for a space-based solar 
vector magnetograph for flare research. In this study, a new technique in solar polarimetry 
was developed to yield measurements of photospheric magnetic fields that would be as 
accurate as present technology allows. Subsequently, MSFC was funded by NASA Head- 
quarters to develop a prototype of this space instrument for ground- ► ased observations, 
the new Experimental S ector Magnetograph (EXVM). When completed in early 1992, the 
EXVM will be tested side by side with the existing MSFC vector magnetograph so that 
MSFC scientists can quantitatively evaluate the performance of the EXVM and determine 
the degree to which it can impiove measurements of the solar magnetic field. Present plans 
call for the evolution of the EXVM into a prototype for a balloon instrument to be flowr 
on long-duration balloon flights in the years 1994-98. The design study for this prototype 
is presently underway with funding from NASA Headquarters. 

Two major components of the EXVM, a unique CCD camera and a custom-designed 
data system, were developed under a Small Business Innovative Research (SBIR) program. 
The camera was designed t,o provide an exceptionally large imaging area (1024 x 2048 
pixels) that is read out at an extremely fast rate (1.2 x 10 6 pixels per second) at eight 


different readout ports. The camera is presently configured to operate with four 1024 x 
1024 frame- transfer CCD devices (but can be easily modified to operate with a single 2048 
x 2048 chip). Using half the pixel area for imaging and an equivalent area for temporary 
image storage, the camera can operate at a cadence of » 0.2 second: 0.2 second for image 
exposure and 0.2 second for simultaneous image readout. This process of simultaneous 
image exposure and readout produces the high temporal resolution needed for the study 
of dynamic magnetic processes on the Sun. The SBIR data system was custom-designed 
to accommodate the high data rates from this CCD camera, and to control instrument 
functions, perform data reduction, analysis, and storage, and provide communications with 
a host computer. 

In interfacing this camera with an imaging optical system, the “dead space” produced 
by the area between the four non-buttable CCD chips presents a problem: a significant 
portion of a solar field of view focused on the camera faceplate is lost. It was the purpose 
of this CDDF program to develop ar optical device, an optical synthesizer, to separate the 
solar image into four contiguous quadrants and focus each of them on the four separated 
CCD arrays, thereby producing a continuous image when the pixels are processed in the 
data system. In this report, we will describe this CDDF program: the tasks undertaken, 
the design of the imaging optics and optical synthesizer, modifications to the camera 
electronics, and a description of the integrated system. 


2. THE CDDF PROJECT 

The overall plan was to design the optical synthesizer, procure the necessary optics, 
modify the camera to operate in the four-chip, eight-port parallel- processing mode, install 
four chips, and integrate camera and optics into the EXVM. Four major tasks were defined 
in this plan. 

(1) A detailed optical design for the EXVM optics and optical synthesizer. The basic 
requirement for the synthesizer is shown schematically in Figure 1. While the concept is 
clear, its optical design must be very precise to assure that each one of the four sections of 
the optical image is accurately focused on the imaging area of each CCD chip. Also, the 
synthesizer must be carefully integrated into the rest of the optics of the EXVM. Thus, 
f he first major task was to obtain a detailed optical design for both the synthesizer and 
EXVM optics. 

(2) Modification of camera electronics. Under the SBIR contract, the camera system 
was designed for operation of all eight readout ports but electronic components were fur- 
nished for only four ports (as a result of budgetary constraints). The second task involved 
acquiring the electronic design from the manufacturer of the camera, and procuring and 
installing the necessary electronic components to realize the full capabilities of the camera. 

(3) CCD installation. Upon completion of the electronic modifications, the camera 
was to be shipped to the manufacturer for installation and testing of four CCD chips. 

(4) System integration. The last major task was to integrate the modified camera sys- 
tem with the synthesizing optics, EXVM optics, and data system and to test the integrated 
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system. 


S THE OPTICAL DESIGN 

A contract for the detailed optical design for the EXVM optics and the optical syn- 
thesizer was initiated in May 1990; the completed design was provided by the contractor 
in December 1990. This design was given to the MSFC Optical Systems Branch, EB23, to 
verify its performance using an optical design computer program. The analysis performed 
by EB23 showed that the contractor's design did not meet our specifications for off-axis 
performance; this result was subsequently confirmed by two more independent analyses. 
An agreement was established in April 1991 with EB23 for them to provide the necessary 
optical design for the EXVM optics and optical synthesizer. The EB23 design for the 
EXVM optics was completed in July 1991; the design is shown in Figure 2. Procurement 
of the optical lenses specified by this design is now in progress. 

Calculations to determine the optical performance were done by EB23. The twe 
dimensional spatial distribution of the intensity ol a point source at the final image plane 
was calculated using the computer design program. This distribution is displayed in Figure 
3. This figure shews the distributions for a point source in the center of the field of view 
and at the far edge. In ^ach case, the scale length corresponding to 1" is indicated; the 
plate scale at the camera faceplate was specified to be 0.25” per CCD pixel. In the case of 
the point source at the center of the field, the spread at the half-intensity mark is ss 0.25”. 
At the edge of the field, the spread is slightly greater than 1.0”. 

Curves of the encircled energy at the center, mid-point, and far edge of the field are 
shown in Figure 4. Ideally, SC% °f the encircled energy should fall within the resolution 
element; however, a figure of 65% is usually found acceptable. The vertical lines on the 
figure indicate the distances corresponding to one, two, etc. pixels. This figure shows that 
65% of the encircled energy falls within % 3-4 pixels at the center of the field. At the far 
edge, this spreads to % 5-6 pixels. We should therefore expect the spatial resolution of this 
design to be i.0” at the center of the image and 1.5” at the far edge. This resolution is 
within the specifications for a ground-based instrument since atmospheric seeing conditions 
are generally no better than 2”. 


4. THE OPTICAL SYNTHESIZER 


There were several iterations on a central theme for the optical synthesizer before a 
final design was achieved. Each iteration was based on a design using an initial four-sided 
mirrored pyramid to split the initial beam into four separate optical paths. The pyramid 
was then followed by four sets of mirrors and lenses to focus each of the separate optical 
beams onto the four CCD chips. The first iteration by EB23 produced a design that 
preserved the original orientation of the solar image on the CCD chips, but this required 
folding of one pair of ray paths over the other. Looking at the mechanical design for this 
concept, it became evident that there would be a problem with the physical location of 


the folding mirrors. Since the original solar image could be reconstructed by computer 
manipulation, it was decided to eliminate this complication. The GW design that evolved 
is shown in Figure 5. The lenses and mirrors specified by th .13 design are presently being 
procured. The optical performance of the synthesizer was analyzed as part of the analysis 
of the complete system discussed in Section 3. 

The optics for this synthesizer will have to be housed in a special mechanical mounting; 
the design oi this mounting is presently under way. It will permit separate focusing of the 
individual images by translational motion of the four lenses. Each image will be accurately 
positioned on each CCD chip by tilting the mirrors following the lenses. 


5. THE CAMERA ELECTRONICS 

The SBIR camera and data system were delivered to MSFC in March 1990 after 
a period of extensive testing by MSFC personnel and SBIR contractors that started in 
September 1989. The major task since delivery cf the systems has been the development 
of computer software for the conti ol and operation of the camera and data system. At 
present, this software has almost been completed and the camera can now be operated and 
test images displayed with the SBIR data system. 

During the development of software, personnel from the MSFC Data Management 
Branch (EB44) acquired the electronic design drawings from the manufacturer of the CCD 
camera and have designed the additional electronic control boards needed to activate all 
eight readout ports. The electronic components for these boards are now in procurement. 
Upon their delivery, EB44 personnel will install them in the camera. 

Two new CCD chips have recently been procured from RTOP funds. With the two 
chips presently in the camera, these new chips will enable us to test the full potential of the 
camera. When the additional electronic boards have been installed, the modified camera 
will be sent to the manufacturer for installation of the new chips. The manufacturer will 
also conduct tests to verify the performance of all four chips and of the modified camera 
electronics. 


6. SYSTEM INTEGRATION 


At this time, the camera and data system have been integrated and are operational. 
Two tasks remain to complete the optical synthesizer: fabrication of the mechanical holder 
for it and installation of the pyramid, mirrors, and lenses upon their delivery. Following 
this, the performance of the synthesizer will be tested by setting up the necessary optics to 
form images of t'st patterns through the synthesizer on the CCD camera; the SBIR data 
system will be used to display the reconstructed test image. 

The performance of the EXVM optics together with the optical synthesizer will be 
tested by setting them up on an optical table and integrating them with the other compo- 
nents of the EXVM: telescope, polarimcter, Fabry-Perot filter, image-motion compensator. 
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and CCD camera. Standard resolution charts will be used to discern the actual spatial 
resolution of the total system and th ..s verify the performance characteristics predicted 
from the computer analyses. 


7. SUMMARY 

The final verification of the optical design for the EXVM and the optical synthesizer 
awaits the final system integration and testing. However, results from computer analyses 
indicate that we have achieved the objectives of this CDDF program: an optical design 
yielding a spatial resolution on-axis of 0.5" and a workable optical synthesizer. 

Several important lessons have been learned from this CDDF program. First, detailed 
optical designs require experienced personnel, with frequent reviews necessary to ensure 
that the designer is cognizant of all specifications of the total system (not just the optical 
portion). Second, even experienced personnel are subject to oversights, so it is imperative 
that any optical design be independently verified. Third, there is no unique optical design 
for achieving a particular imaging requirement; therefore, parameters such as allowable 
tolerances, size constraints, costs, and delivery schedules are important factors that the 
designer must consider. Last but not least, it is very important to work with an optical 
design expert who communicates openly with his customer to define the optimum optical 
design that meets the instrumental specifications under the constraints of these other 
parameters. 
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Figure 2 - see insert page. 


Figure 3. Two-dimensional spatial distribution of the intensity of an image of a point 
source. Upper panel: point located at the center of the field of view. Lower 
panel: point located at the edge of the field of view. 
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ENCIRCLED ENERGY 



Figure 4. Encircled energy of a point source in the image plane versus diameter of circle. The solid, dotted, and dash-dotted 
curves represent points at the center, mid-point., and edge of the field of view, respectively. The vertical lines 
indicate the dimensions of one, two, etc., CCD pixels. 
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Figure 5. Final design of the EXVM optical synthesizer. 
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FOLDOUT FRAME 

//- 


CCD DETECTOR 
FRONT PLATE 

Frame transfer mask < yeson front ptoa 
Front plate wedge - 2 degrees 
Front plate flatness ■ 1/4 wave at 6428 A 
Front plate thidecss • 127 mm (min) 

Front plate diameter ■ 120 65 mm 

Front plate coaang . antnaflection ooatotg 100 A peak « 5290 

Back of plate to CCD - 16.4 mm 
CCO CLUSTER ARRAY 
Number » 4 dctectc* arrays 
Type * Thomson Thx 31.156 
Sue per array ■ 1.024 x 1,024 pWt 
Imaging sue per array ■ 1 ,024 x 512 pMs 
Pixel sue t 19 moon 
COD array separation ■ 17 mm 
Total image area ■ 48 x 28 5 mtr 
Flatness relative to Iron! plate « 76 microns 
Readout rate > 12 x 10* bits per sac 
Exposure time ■ 30 mkSR 


R <69.85 


R.50.8 


CCO Array (4) 


IJAl IMAGE SPLITTER AND FRONT FOLDING MIRRORS 

CAMERA LENS (3 elements) 

— Glass — 

— Air — 

— Glass — 

— Air — 

— Glass — 

— Air — 

720 4 


EB23 design for the EXVM optics. 


